JORDAN ARMED FORCES

The DIRCETROATE OF ROYAL MEDICAL SERVICES
THE INSTITUE OF BIOMEDICAL TECHNOLOGY

IMPORTANT NOTE:

Vendors are required to fill out the product details, compliance information, and brochure reference
page number in the columns below

TECHNICAL SPECIFICATIONS:
The unit must meet or exceed the requirements listed in the table below.

Product Details

Name of Manufacturer

Model/ catalogue number
Country of Origin for the offered model

Country where the manufacturer is based
Delivery time

Full warranty period
FDA clearance OR CE Mark

R R e
‘Compliance (Y/N), Notes |~ o'

g "':Page No.

Cart type, mobile on at four large antistatic castors

2- Plug and play standalone unit with minimum
installation requirements; no need for domestic
drain or water supply

3- The unit should work on either built in silent air
compressor or central hospital medical air, all hoses
should be included

4- Water container or reservoir that can be manually
filled by staff members must be included in order to
‘ supply hand pieces.

5- One Multifunctional foot control to control all hand
pieces running

6- Instrument carrier with at least 3 instrument places
and automatic selection of the instrument including |
the following
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The DIRCETROATE OF ROYAL MEDICAL SERVICES
THE INSTITUE OF BIOMEDICAL TECHNOLOGY

a- One (4-hole) quick coupling connections for
high speed air turbines, one turbine hand
piece must be offered with the following
specifications:

- Bien-Air, Kavo, W&H, NSK or Sirona.

- Quick connect and disconnect type.

- Autoclavable up to 134 C

- Speed: 350,000 rpm or more

- Internal cooling mechanism

- Push button bur locking mechanism

b- Electric module micro-motor assembly
brushless type, speed required power range up
to (40,000 rpm) with two low speed hand
pieces with the following specifications:

- Bien-Air, Kavo, W&H, NSK or sirona.

- Electrically driven hand piece

- one contra-angle hand piece

- One straight hand piece

- Bluering; 1:1 transmission

- Push button bur locking mechanism for
contra-angle hand piece and twist
_tension chuck system for straight hand
piece
- Autoclavable up to 134 C°

c- Built in 3-way syringe hand piece

7. LED Light cure hand piece:

a. Power intensity of 1000 mW/cm? or higher.

4

b. Wavelength: approximately 450-470 nm or
better
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Offers not complying with any of the special terins or the technical

o

specificarions shall be considered non-conjorming with tender reguirements.

Any vendor providing FORGED documents shall be disqualified from the
current tender and banned from participating in any future RMS tenders.

All equipinent must Z the most recently released medel/version which is equal
to_or higher than ihe range of the specifications of the required system (low,
mid or high aim’ cqiiel Yo or higher than the level of technology and required
options mentioned in the technical specifications.

Required certificates.
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2.1 For 6‘(11{'} ment of US origin, a copy of ¢ certificate of FDA approval & the
relevant 510K clearance for selling to US healtheare facilities for ile
offered snodel unist be submitted wi i the tecknical offer.
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relevant CE number (MDD)/TUV/BSVUL OR « cerfificate of FDA
approvai & ile relevent 510K clearance for selling to US healthcere
Sacilities for the offered model must be subpiitted with tfzc techinical offer.

For equipnicnt of other ovigins, a copy of either « CE certificate with the
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Only for cluss { siedical equipment, suf wz’ssiwz of a cepy of Decluration of
Conformity ceriificate (MDZIH Jorthe offered model shall be accepted,
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Country of origin:

3.3, The countsy of origin of the mein part (s) of the system st be one of the
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a. Il they are approved for sale in the same county of origin (an original
and officially endorsed jree—saie ceriificaie from an authorised body
wiiist be included in the offe
OR

b. Ifthey wre (-!p?'?’oved Jor sale in at least three of ihe countries niention
in (3.1) {ai or frin(zl and officially endorser, j e-sale certificate f it @
authorised in those counivies must be included in the offer).
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3.6. Bidders : their  reservations/queries  regarding  tender
specifications and/or special vithin the first third of the tender
ciosing  period  stariing  from  the tender announceinent daic.
Reservitions/queries submiited after the end of this period shall be rejected.
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4. Warranty:

ling spare parts and labour for a
e of instailation.

J
ng the warrandy period the itew becomes inoperative due
fau it the ife st then be E'ep(’ ired by the w]z?z' r /’oc
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.J,:fa fﬂr’ﬂmzc i f;,r,f?,? erd compliance sheets as «
( 1, 3 I
of ihe fz, ffered if‘e;izgﬁﬁ),
aceessories o oplions ince
10. G .111)1 arce sheeis must be as per the iabnular format of the technical
ecifications in the tender docusme nts, listing the “L’/j'll?‘C«’i specifications on
one column and 4 Yes _or NO response fo eachi point in tlhe adjocent column,
with reference to page and f’."i?(? nunibers in ihe relevant technical brochure.

Offers not complying with this ierm shall be rejected.
11, Accessories and consumables:

i1.1. Any accessories and consvuable ifeins necessary to operate the offered

yaters: must be clearly identified and priced separately.

11.2. Techinical offers wmmst include o priced iiss for accessories and
coustimables as a hard copy in zf'iflzz‘z on io « 50t copy (either Miciosoft
office or Microsoft excel forinat) with prices ﬁ ed for a period of five
years from the date of iastellgtion and conunissioning with a maxinuim
annual increase of 2%, aiv ¢ { itent not ,f'?l;'iu,((-’ will e considered free
of charge,

11.3. Accessories (md consimnables wust b p*"u:(’ accopding io their delivery
destination eititer to Cueen Alic f"zz‘ atioral Airport or to RMS Muin

Medical Stores.
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13, For PC/Lapiop based systems:
15,1, Cemplete vesioration medivm (CD/DVD/eic.) of the operating system and

the application software must be supplied.

15,2, Wiere lIocally supplied compitters or lapiops are offered, only
computers/laptops from Apple, hp/Compayg, Lenovo, Dell, fujiisu or
Toshiba will be accepred, offered models mzzsf be the latest available
version upon delivery.
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30 Where locally supplicd printers are offered orly the foliowing types end
brands are accepted: HP, SAMEUNG, OKJ, CAA’ON EPSON.

18, Pricing ﬁil!Si ZHC‘ZU(ZQ Sé‘/‘\’luf ;r sale, shipmeni, ta ZQ)G."L(!?ZO/! de il}'(’]"" jiom
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Y7 usip: cieqarnnce of onods sholl be tae vespong at the Joydoariion Avroied
V7. Custonn clegrance of goods shall be dne vesponsibility of the Jordunian Armed
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commuting, accommodation ( minimmm 3 smr hotel on full bourd I/aszs)
and any extra costs.
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20.3. The period
R ’if[”' re; 5 prog

20.4.1. User training must comprise z,:zz(.z’,r&ff{zfza:m(g? and use of operation
manual(s), correct and safe operaiion of the equipment, as well as
iser preventive maintenance and calibr az‘wn.

20.4.2. 8ervice training piust comprise: theory, understands ng and nse of
service mennal(s), calibraiion, preventive mainten ance procedure,
i pii i troubleshiooting cnd repair exercises, m?(l nuist be

ndicied by professional instruciors employed or euthorized by

the systemn manufacturer,
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